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OUR  EXPERIENCES  WITH  DISINFECTION  BY  MEANS 
OF  ETHYLENE  OXIDE 


Seri pia  Med lea.  Vol.  36,  Kvetuse  Brazdova, 

Wo  4,  Brno,  1063,  pages  Jsroslav  Nezval,  and 

181-186.  Ivan  Taborsky 


In  medical  work,  the  need  haa  been  constantly  growing  for  com¬ 
plete  atariliaation  of  varioua  apparatus  and  Instruments  made  from 
artificial  aubataaoea  or  other  material  not  capable  of  withstanding  . 
tempera turea  above  80°C.  It  haa  become  obvious  that  ma ay  necessary 
pieces  of  equipment  used  in  modern  medical  practice  canaot  be  steri¬ 
lised  by  traditional  means,  namely  in  autoclaves.  Disinfection  with 
formaldehyde  ia  not  suitable  because  this  gas  has  more  a  bacteriostatic 
than  a  bactericidal  effect,  and  is  not  effective  against  sporulating 
microorganisms.  Therefore,  present-day  attention  is  directed  towards 
the  so-called  cold  gas  sterilization,  in  which  gaseoua  disinfecting  sub¬ 
stances  are  used  at  lower  temperatures  (ethylene  oxide,  be tapro pi o lac¬ 
tone,  peraoetio  acid,  and  the  like).  The  aim  is  not  to  replace  the 
classical  and  well  established  hot  sterilization,  but  mainly  to  find  a 
method  of  sterilizing,  and  possibly  disinfecting  materials  which  cannot 
withstand  high  temperatures. 

Ethylene  oxide  (furthor  called  EO)  CHg-CHg  is  a  gaseous  substance 

with  a  boiling  point  of  10.8°C  and  a  solidification  point  of  -111.3°C, 
with  a  specific  gravity  of  0.8838.  It  is  very  well  soluble  in  water  and 
in  organic  solvents.  Under  pressure  it  can  spontaneously  polymerize, 
whereby  the  polymer  is  explosive.  Mixed  with  oxygen  (with  air)  it  ex¬ 
plodes,  although  the  mixture  with  carbonic  acid  in  a  proportion  of  ltd 
is  absolutely  non-explosive  and  non-inflammable.  Its  manufacture  is 
relatively  simple  and  inexpensive.  It  ia  nowadays  constantly  uaod  in  the 
chemical  industry  as  alkylating  agent.  Some  authors  also  explain  the 
mechanism  of  the  bactetioidal  effect  of  EO  by  alkylation.  According  to 
the  alkylation  theory,  SO  replaces  the  labile  H  atom  with  the  hydroxyethyl 
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group  (-CH2‘iH2*0H)  and  ihereby  inactivate*  many  reactive  groups,  e.g. 
-NHg,  -SH,  -OH. 

EO  ia  a  moderately  toxic  and  irritating  substance.  Zt  is  often 
used  for  conservation  of  food  products,  whereby,  however,  their  bio¬ 
logical  value  is  lowered  because  EO  disturbs  the  whole  vitamin  B  com¬ 
plex  and  other  biologically  effective  substances.  If  the  objects,  aftor 
disinfection,  are  removed  from  the  SO,  the  remainder  of  this  gas  evapo¬ 
rates  quickly  from  them.  Only  rubber  and  some  plastic  substances,  in 
which  EO  is, soluble,  release  EO  slowly,  over  several  hours.  According 
to  data  in  the  literature,  EO  has  good  penetrating  ability,  and  it  is 
'said  that  thsreby  also  its  bactericidal  effact  potentiates. 

The  exploaive  range  of  EO  is  found  in  a  mixture  with  air  above 
3$.  By  addition  of  an  inert  gae  in  a  proportion  of  maximally  1£#  of 
weight,  the  mixture  becoaea  non-inflammable,  however  by  the  increase 
pf  the  proportion  oi  the  inert  gas  the  bactericidal  effect  of  EO  ia 
substantially  lowered.  The  mutual  dependence  of  the  time  of  exposure 
and  the  oonoentration  of  the  gas  is  in  an  invert  proportion.  With 
constructionally  complicated  objects,  the  time  of  exposure  ia  pro¬ 
longed  up  to  £4  hours.  This  disadvantage  (of  the  aotion  requiring  a 
long  time)  onn  partly  be  eliBlnated  by  uae  of  higher  pressure  in  steri¬ 
lisation.  An  important  faotor  with  the  utilisation  of  EO  for  disin¬ 
fection  ia  the  humidity  of  the  environment;  the  optimum  is  between  20 
and  40, t  of  relative  humidity.  One  can  therefore  not  sterilise  lycphili- 
satea  with  EO,  and  on  the  other  hand  the  sterilisation  effect  ia  also 
uncertain  In  a  very  humid  environment. 

1  ,  -  <* 
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In  order  to  verify  data  from  the  foreign  literature,  we  performed 
a  more  extended  oontrol  of  the  sterilising  effect  of  EO  in  a  prototype 
apparatus,  similar  to  an  autoclave,  which  had  been  manufactured  in  the 
National  Enterprise  "Chirena". 


XETi  1.  Exposure  in  hours;  8.  Relative  Humidity  3.  Total  of 
samples;  4.  Positive  oulture;  0,  Control. 


Table  2.  Effect  of  Ethylene  Oxide  on  Staph.  Aureus, 

R .  Si«M.i  1! m r  -nd  ”yc;bict.  Thlci,  at  a  Temperature 

'  of  65°C. 


KEf*  1.  Exposure  in  hours)  2.  Relative  humidity)  3.  Total  of 
samples)  4.  Positive  culture)  5.  Control. 


We  usod  EO  in  a  mixture  vith  COg  in  a  proportion  of  0.6 %  EO  and 
90.4%  COg.  The  analysis  was  performed  by  means  of  gas  chromatography. 
With  the  quoted  concentration,  ire  determined  the  following  amounts  of 
grans  of  EO  per  1  m3  vith  given  temperature  and  pressure i 

™~~~  ^  -  e5°C  ~ 

Pressure  EO  in  g/m®  Pressure  EO  in  g/m® 

in  atm  in  atm 


0  176  0  152 

1  353  1  304 

2.5  617  2.5  533 

6.5  1328  6.5  1142 


Sterilisation  vas  performed  at  a  temperature  of  the  gas  of  19°C 
and  65°C  and  at  a  pressure  of  0  atm,  1  atm,  2.5  atm,  and  6.5  atm  and 
vith  3,  5,  and  7  hours  exposure.  The  relative  humidity  rangod  between 
30  and  98%.  For  contamination  of  the  carrier  we  used  the  following 
microbest  Staphylococcus  aureus  with  25/48jUEU,  18  hours  cultures  in 
an  amount  of  approximately  24.10  vith  1  ml  of  aqueous  suspension) 
furthermore  B.  subtilis  8/58  UEU  in  a  well  sporulated  6  day  culture  in 
an  amount  of  approximately  14.10*  in  aqueous  suspension)  and  lastly 
Mycobacterium  phlel  ll/49  UEM.  The  drying  of  the  germs  on  the  oarrier 
was  done  in  a  thermostat  at  37°C  over  3  hours.  After  contamination  we 
separated  the  carriers  into  sterile  paper  envelopoa,  which  were  then 
put  into  Schimmelbusch  drums.  These  drums  were  put  into  a  special 
sterilising  apparatus.  As  carriers  were  used  ordinary  surgical  silk 
thread,  surgical  silon  thread,  strong  surgical  silk  thread,  a  small 
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/J\C  tube,  a  snail  tygon  tube,  a  j?VC  catheter,  a  knot  from  novodur,  a 
tygon  catheter,  neoplex,  a  rubber  drain,  a  rubber  catheter,  a  blacl: 
urethral  catheter,  surgical  rubber  gloves,  an  injection  needle  with 

nlAvaffl**!  /  ww. IvaahvI  «n  a)*i1  ln*t*w  f*anMH  .  Anil  an  in-  — 
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tion  syringe. 

The  control  of  sterilization  itself  vas  perforata  in  a  simple 
manrer.  After  opening  the  sterilizing  cylinder,  we  transferred  the 
carriers  into  suited  culture  media  (UP  bouillon,  Sul  media),  where 
they  were  left  for  30  minutes.  Then  we  took  the  carriers  sterilly  out 
of  the  culture  medium  and  culturod  the  media  in  the  thermostat  at  37°C. 
Then  wo  prepared  the  used  carriers  again  for  further  experiments.  The 
results  were  read  with  Staph,  aureus  after  46  hours,  with  B.  subtills 
and  Ifycobaot.  phlei  after  7  days.  At  the  same  time,  we  performed  a 
control  of  the  contamination  of  the  carriers  and  a  control  of  the 
sterility  of  the  culture  media.  ‘ 

Results 

The  reproduced  tables  show  that  a  sterilizing  effeot  of  E0  could 
not  be  shown,  not  even  at  a  temperature  of  65°C  and  the  relatively  high 
pressure  of  6.5  atm.  It  was  further  shown  that  sven  a  considerably 
prolonged  exposure  time  (i.e.  7  hours)  does  not  suffice  for  complete 
sterilization.  Striking  is  the  difference  between  oarriers  contaminated 
with  vegetative  forms  of  microbes  and  oarriers  contaminated  with  specu¬ 
lating  bacilli.  This  differsnes  is  in  agrsemsnt  with  the  known  proper¬ 
ties  of  the  mentioned  bacteria,  particularly  as  far  as  thair  resistance 
to  varying  high  temperatures  is  concerned.  We  have  cultured  B.  aubtllia 
from  15  out  of  17  oarriers  after  exposure  to  E0  st  a  temperature  of  65°C, 
a  pressure  of  3.6  atm,  and  after  6  hours  exposure,  which  roughly  corre¬ 
sponds  to  the  positive  oultures  with  the  controls.  By  contrast.  Staph, 
pyogenes  proved  to  be  much  more  sensitive  to  the  notion  of  SO  under  the 
same  conditions,  for  it  could  not  be  established  even  from  one  of  17 
contaminated  oarriers.  The  same  effeot  on  staphylococci  was  achieved 
with  a  pressure  of  2.5  atm  already,  although  with  a  temperature  of  65°C 
and  5  to  7  hours  exposure.  Striking  is  the  small  bactericidal  effeot 
of  E0  at  a  temperature  of  18°C,  even  with  a  pressure  of  0.5  atm  and  5 
to  7  hours  exposure.  Under  these  conditions,  tbs  growth  of  B.  subtilis 
is  absolutely  unlnfluenoed,  even  when  staphylococci  and  mycobacteria 
could  be  shown  in  the  culture  (although  in  relatively  few  oases). 

Discussion 

On  the  basis  of  the  quoted  results  vs  can  therefore  say  that  E0 
does  not  show  a  sterilizing  effect  against  the  tested  microbes  at  tem¬ 
peratures  up  to  65°f  hat  the  used  pressure  does  not  make  a tej 

difference.  By  pro  ,;<ju  oosure  and  a  temperature  of  65°C  the  vegeta¬ 
tive  forms  of  vhog<  c  microorganisms,  in  our  case  pyogenic 

staphylococci,  o*r  yed .  It  is,  however,  an  open  question  vliat 


4 


actually  cau.ios  this  bactericidal  effect,  whether  ethylene  oxide  or  the 
prolonged  application  of  this  high  temperature.  The  results  of  steri¬ 
lization  at  a  temperature  of  19°C  are  certainly  influenced  by  the  fact 
that  it  had  not  always  been  possible  to  achieve  the  deairable  relative 
timidity  fin  these  experiments,  the  relative  humidi-ty  ranged  between 
O'  and  98%).  In  the  experiments  with  a  temperature  of  85®C,  the  fluctu¬ 
ation  at  the  relative  humidity  was  somewhat  more  favorable,  for  the 
maximum  reached  was  82,%. 

For  a  deeper  analysis  of  the  disinfecting  effect  of  EQ  it  would 
in  our  opinion  be  necessary  to  tost  more  hinds  of  microbes  than  have 
been  used  in  our  experiments  so  far.  However,  for  technical  reasons 
we  have  not  been  able  to  increase  the  already  high  number  of  experi¬ 
ments  and  cultivations  (1380).  .  If  we  evaluate  the  results  according 
to  the  used  carriers,  we  see  that  the  material  from  which  the;  were 
made  was  not  as  important  as  their  type.  E.g.,  in  the  relatively  o..;all 
percentage  of  positive  cultures  of  Staph,  pyogenes  and  Mycobact.  phlei 
with  relatively  high  temperatures  and  prolonged  exposure  there  had  been 
used  relatively  frequently  the  urethral  catheter,  the  injection  needle, 
and  the  thin  FVC  catheter.  It  is  therefore  obvious  that  even  the  pene¬ 
trating  ability  of  SO,  which  aany  authors  have  so  vtry  much  stressed, 
does  not  ensure  a  dependable  sterilisation. 


The  sterilizing  effect  of  othylenoxyd  on  three  kinds  of  microbes, 
Staphylococcus  pyogenes,  Mycobacterium  phlei,  Bac.  eubetilie,  has  been 
examined,  using  the  temperatures  of  19°C  and  65°C  and  with  the  proesure 
of  0  atp.,  1  atp.,  2.0  atp.  and  0.5  atp.  The  time  of  exposure  was  3 
hours,  0  hours  and  7  hours.  As  microbe  carriers  17  different  instru¬ 
ments,  mostly  made  of  plastics,  wers  used.  From  the  experiments  .  -  is 
obvious  that  etbylenoxyd  has  no  sterilization  ability.  Baotoria  killing 
effecta  of  etbylenoxyd  on  the  vegetative  forme  of  bacteria  aro  obviously 
connected  with  the  temperature  used  (i.e.  6Q°C)  and  with  the  long  time 
of  exposure  (5  to  7  hours).  Tbersfore  we  consider  ethylenoxyd  to  be 
a  disinfectant  under  favorable  conditions  if  the  temperature  of  65°C  is 
used  for  the  duration  of  several  hours.  Using  this  gas  by  lower  temper¬ 
atures  doss  not  guarantee  a  reliable  disinfection  and  is  therefore  not 
suitable  for  field  conditions. 
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